Clean Harbors-Ohio

Calibration-Precision Response Time Findings
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Calibration-
Precision Date

Instrument | Tested Prior

Serial
Number

2/19/2014

PPII 00914

4/28/2014
10/27/2014

PPII 00914
PPI1 00914

3/27/2015

PPII 00914

8/25/2015
2/22/2016

PPI1 00914
PPII 00914

4/20/2016

PPII 00914

9/28/2016
11/23/2016

PPII 00914
PPI1 00914

3/24/2017

PPII 00914

6/21/2017

PPII 00914

9/26/2017
11/14/2017

PPII 00914
PPI1 00914

3/30/2018

PPII 00914

5/23/2018

PPII 00914

7/30/2018

PPII 00914
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